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We present a high-resolution microwave spectrometer to measure the frequency-dependent com- 
plex conductivity of a superconducting thin film near the critical temperature. The instrument is 
based on a broadband measurement of the complex reflection coefficient, £11, of a coaxial transmis- 
sion line, which is terminated to a thin film sample with the electrodes in a Corbino disk shape. 
In the vicinity of the critical temperature, the standard calibration technique using three known 
standards fails to extract the strong frequency dependence of the complex conductivity induced by 
the superconducting fluctuations. This is because a small unexpected difference between the phase 
parts of S\i for a short and load standards gives rise to a large error in the detailed frequency depen- 
dence of the complex conductivity near the superconducting transition. We demonstrate that a new 
calibration procedure using the normal-state conductivity of a sample as a load standard resolves 
this difficulty The high quality performance of this spectrometer, which covers the frequency range 
between 0.1 GHz and 10 GHz, the temperature range down to 10 K, and the magnetic field range 
up to 1 T, is illustrated by the experimental results on several thin films of both conventional and 
high temperature superconductors. 

PACS numbers: 



I. INTRODUCTION 

The cavity perturbation method using a microwave 
resonator has been played a central role in the inves- 
tigation of the electrodynamic properties of unknown 
materials in the microwave and millimeter wave regions 
[TJ |21 [3]. Particularly, the development of a supercon- 
ducting resonator with a high-quality-factor (high-Q) en- 
abled a high-resolution measurement of the complex mi- 
crowave conductivity of a tiny single crystal in zero mag- 
netic field [H [5]. Very recently, a rutile dielectric res- 
onator with Q factors in excess of 10 6 has been devel- 
oped, which can be applied to a similar high-resolution 
measurement under magnetic field [6 j. In addition, the 
cavity perturbation method becomes a powerful tool to 
probe the electric conduction of unknown powder sam- 
ples, where both the dc resistivity measurement and the 
optical measurement are difficult to be performed [TJ [8] . 

However, it is almost impossible to obtain the mi- 
crowave conductivity as a continuous function of fre- 
quency by using the cavity perturbation method. This is 
because a high stability and a high reproducibility of the 
resonant frequency, which is indispensable to the cavity 
perturbation technique, is no longer achieved by a con- 
tinuous sweep of frequency. Although the information on 
the complex conductivity at several frequencies can be 
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obtained by the use of several resonators with different 
resonant frequencies [9j [10], the broadband microwave 
spectroscopy requiring the full information on the fre- 
quency dependence cannot be realized by this method. 
Thus, a complementary broadband method is required. 
The pioneering work of this technique was done by Booth 
et al. [llj. They succeeded in measuring the complex 
conductivity of a thin film of high temperature super- 
conductor as a continuous function of frequency between 
45 MHz and 45 GHz at liquid nitrogen temperatures [12] . 
The use of a nichrome thin film resistor as a load stan- 
dard enabled a better calibration of long lossy transmis- 
sion lines, which were often used in the cryogenic systems 
down to 0.1 K [13]. 

In this article, we describe an apparatus designed for 
the microwave spectrometer to measure the complex con- 
ductivity of a highly conductive thin film sample as a 
function of frequency [14J. In particular, we focus on the 
precise measurement of the frequency-dependent com- 
plex conductivity of a superconducting thin film near 
the critical temperature, T c p~5j [16]. In the vicinity of 
T c , we found that the standard calibration technique us- 
ing three known standards was insufficient to obtain the 
frequency-dependent excess parts of the complex conduc- 
tivity, which were induced by the superconducting fluctu- 
ations. We demonstrate that a new calibration procedure 
using the normal-state conductivity of a sample as a load 
standard resolves this difficulty. This spectrometer cov- 
ers the frequency range between 0.1 GHz and 10 GHz, 
the temperature range from room temperature to 10 K, 
and the magnetic field range up to 1 T. The performance 
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of it is illustrated by the experimental results on several 
thin films of both conventional and high temperature su- 
perconductors. 



II. BROADBAND MICROWAVE 
MEASUREMENT 

In a one-port reflection geometry, the load impedance 
of a sample under test, which is terminated to the end 
of a transmission line, is related to the complex reflection 
coefficient Sn, as follows [T7] : 



1 + Sn 



(1) 



where Z c is the characteristic impedance of the transmis- 
sion line (usually, 50 Q). In the case of a coaxial line, Z c is 
given by TZo/^/e^, where Zn(= 377 fi) is the impedance 
of free space, and e r is the relative permittivity of a di- 
electric part in the coaxial line. T is a geometrical factor 
given by ln(6/a)/27r, where a and b are the inner and 
outer radius of the coaxial system, respectively. When 
the sample is a highly conductive thin film, Zl is given 

by 



Z L = TZ s coth(kt), 



(2) 



where Zs, fc, t are the surface impedance of a bulk ma- 
terial, the complex propagation constant in the mate- 
rial, and the film thickness, respectively [11]. If the film 
thickness t is sufficiently smaller than the magnitude of 
the complex skin depth, which is given by l/|fc|, we can 
approximate coth(H) by 1/kt. Thus, we obtain the fol- 
lowing simple relationship between Zl and the complex 
conductivity, <r(= g\ — zcr 2 ), of the material: 



r 



(3) 



by using the expression of Zs(= y/iji^uoja) in the lo- 
cal electrodynamics and that of k(= y/iiiowcr), where /iq 
and uj are the permiability of free space and the angular 
frequency, respectively. 

As will be described in the next section, we used a com- 
mercial 2.4 mm coaxial adapter [18] . where the dielectric 
part is air (or vacuum), in order to terminate the thin 
film sample. In this case, e r can be regarded as almost 
unity. Therefore, we can obtain the complex conductiv- 
ity of a highly conductive thin film sample as a function 
of frequency from the one-port reflection measurement of 
Sn((j), as follows: 



1 1-SnM 

^oi + SnH" 



(4) 



It is important to note that Eqs. ([2|~(|4| are derived 
under the assumption that TEM waves are dominantly 
propagated into the sample. This assumption is valid as 



long as the system can be regarded as a load-ended coax- 
ial line. On the other hand, in the case of a open-ended 
coaxial line [19] [20], we must consider the influence of 
TM modes excited in a dielectric sample more precisely. 
This means that Eqs. (J2|~([4| cannot be applied when 
the influence of a dielectric substrate is not negligible. 
The contribution from the substrate is discussed in more 
detail in Appendix A. 



III. MEASUREMENT APPARATUS 

Figure [I] shows a schematic drawing of our experimen- 
tal configuration. The microwave signal powered by a 
Hewlett-Packard (HP) 83650B synthesized sweeper is de- 
livered to a thin film sample through an HP8517B S- 
parameter test set and a low temperature apparatus. The 
low temperature apparatus involves a coaxial assembly 
made of approximately 1.1 m of 0.085 in. copper coax- 
ial cable and 15 cm of 0.085 in. stainless-steel coaxial 
cable [21 . The reflected signal is measured over the fre- 
quency range from 45 MHz to 50 GHz using a HP8510C 
vector network analyzer. The total length of the coaxial 
lines from the network analyzer to the sample is about 
1.7 m, and the whole loss of coaxial lines is about 5 dB at 
10 GHz. The network analyzer is operated in step-sweep 
mode to ensure the phase coherence at each frequency. 

The details of a coaxial microwave probe, which is lo- 
cated at the end of the coaxial assembly in the low tem- 
perature apparatus, is illustrated in Figs. [2|a) and|2|b). 
In our apparatus, a thin film sample is connected to the 
coaxial line through a modified 2.4 mm jack-to-jack coax- 
ial adapter. As shown in Fig.[2|b), one side of the adapter 
jack was manufactured to realize a direct contact with a 
thin film sample, leaving only a part of the outer conduc- 
tor of the 2.4 mm female connector. In addition, a tiny 
spring [22] and a gold pin (0.4 mm diameter and 1.6 mm 
length) were put into the center conductor of the female 
connector in the manufactured side of the adapter. Such 
a spring-loaded center conductor pin played an essential 
role to maintain a stable electrical contact even at low 
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FIG. 1: Scheme of microwave broadband measurement sys- 
tem. 
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FIG. 2: (a) Schematic view of coaxial microwave probe, which 
is located at the end of the coaxial assembly in the low tem- 
perature apparatus. A thin film sample is directly contacted 
to a modified 2.4 mm jack-to-jack adapter, by using a cylin- 
drical oxygen-free-copper (OFC) pedestal, (b) Cross-sectional 
view of coaxial microwave probe. Stable electrical contact at 
low temperatures is realized by a tiny spring embedded into 
the center conductor of the modified adapter and a beryllium- 
copper spring in the backside of the OFC pedestal. A ther- 
mometer to measure the sample temperature is also inserted 
into the OFC pedestal. 



in principle a two-probed measurement, we need to con- 
sider the influence of the contact resistance. It is particu- 
larly important for a highly conductive sample, since the 
lower frequency part of the magnitude of the reflected 
signal is seriously affected by the contact resistance, as 
discussed in detail in Appendix B. Thus, the various con- 
ditions including the choice of materials for electrodes, 
that of methods to make electrodes, and details of an- 
nealing treatments were experimentally determined for 
each sample, in order to minimize the contact resistance. 

As previously reported by Booth et al. [H], this mi- 
crowave broadband technique enables to measure the 
two-terminal dc resistance of the sample through the bias 
port prepared in the ^-parameter test set. Indeed, we 
made such a simultaneous dc measurement to estimate 
the contact resistance or to check the stability of the elec- 
tric contact at low temperatures. However, near the crit- 
ical temperature of the superconducting material, the si- 
multaneous dc measurement should be carefully avoided, 
since an excess dc current can easily affect the intrinsic 
property attributed to the superconducting fluctuations. 

The stailess-steel coaxial cable is weakly anchored to 
the helium bath. A typical base temperature of the low 
temperature apparatus described here is below 10 K at 
an ambient pressure of liquid helium (~ 3 K by pumping 
on the helium bath) . Although this temperature is larger 
than the base temperature of similar equipments special- 
ized in the low temperature measurements below 10 K 
[25j [26] , the weak thermal anchor to the helium bath en- 
ables to allow the broadband measurements from T c up 
to room temperature in the same run. In addition, our 
apparatus fits inside a bore with 2-in. diameter of a NbTi 
superconducting magnet, which allows the measurements 
under the dc magnetic field up to 8 T, as shown in Fig. [I] 

All measurements were performed after keeping the 
coaxial microwave probe in the cryostat at least for 10 
hours, in order to ensure the equilibrium of temperature 
distribution in the transmission line. This is crucially im- 
portant to obtain the high reproducibility between mea- 
surement runs, as discussed in detail in the next section. 



temperatures, together with a beryllium-copper spring 
sustaining the sample from the backside. The modified 
adapter is carefully attached to a sample housing made 
of oxygen free copper (OFC) so that the top of the manu- 
factured outer conductor is adjusted to the same position 
as the bottom of the sample housing. 

The thin film sample with the contact electrodes in a 
Corbino disk geometry is placed in a space enclosed by 
the sample housing and a cylindrical OFC pedestal with 
a diameter of 7 mm. The inner and outer diameters of 
the Corbino disk are 1.0 mm and 2.4 mm, respectively, 
which are the same as those of the 2.4 mm coaxial con- 
nector. The electric contacts are typically made by paint- 
ing ink with gold nano-particles [23] or a standard gold 
(or silver) evaporation with the thickness of a few hun- 
dreds of nanometers through a washer-shaped shadow 
mask [24 . Since the microwave broadband method is 



IV. STANDARD CALIBRATION METHOD 

In practice, the frequency dependence of the complex 
reflection coefficient is easily affected by the changes of 
the attenuation and phase shifts in the intervening coax- 
ial cable, giving rise to large systematic errors at lower 
temperatures and higher frequencies. In the standard 
error model of microwave network analysis [17 , the mea- 
sured reflection coefficient, Sj^ ea,s (a;), is related to the ac- 
tual reflection coefficient, Sn(o;), by the following equa- 
tion: 



S^ aa (u)=E D (u)- 



E R (u)Su(u) 



(5) 



where, Ed(lu), Er(lj), and Es(oo) are complex error coef- 
ficients, representing the directivity, the reflection track- 
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ing, and the source mismatching, respectively. One of 
methods to determine these unknown error coefficients is 
to measure three known reference samples as a function 
of frequency at each temperature. 

At room temperature, the whole coaxial lines except 
for the modified adapter can be calibrated, since the cal- 
ibration standards with the 2.4 mm coaxial connectors 
are commercially available [27]. However, in our broad- 
band microwave measurements, we need to calibrate the 
contact plane where a thin film sample is directly con- 
nected with the spring- loaded microwave probe. Unfortu- 
nately, the commercial calibration standards cannot be 
connected at this plane. In addition, at low tempera- 
tures, they are no longer certified, since the microwave 
properties of them are not characterized at low temper- 
atures. Thus, we prepared the following three reference 
samples which could be characterized even at low tem- 
peratures. 



A. Open standard 

First of all, as an open standard, we used a free- 
standing teflon disk with 7 mm diameter and 1.5 mm 
thick. In the open-ended coaxial probe to investigate di- 
electric materials close to an ideal open (that is, Sn = 
1), it is important to determine a finite capacitance, 
Co, which provides a small deviation from the ideal 
open through the finite impedance of the open standard 
(Z£ pen = 1/iuueCo, where e is the relative permittivity of 
open standard) [I9j [20] . Although it is usually a very 
difficult task, the influence of Co was found to be rather 
small in our load-ended probe to measure highly conduc- 
tive materials. Thus, we roughly estimated Co, based on 
the assumption that Co was simply given by the fringe 
field excited by the TEM mode outside the coaxial probe 
[28] . A numerical calculation of Co assuming the infinite 
thickness of the dielectric medium with e = 1 suggested 
that C - 25 fF [29]. 

Another rough estimate of Co was obtained by the 
room-temperature measurement of S™ eas (a;) for several 
dielectric substrates (teflon, quartz, and MgO) with the 
known value of e [30 . As far as such room-temperature 
measurements are concerned, we applied the calibration 
data for the unmodified 2.4 mm coaxial adapter to the 
modified adapter, since the difference of Sf[ eas (u) be- 
tween both adapters were very small at low frequen- 
cies. When Z c <C |Z£ pen | = l/a;eCo, the phase part 
(j)(oo) of Sii(uS) can be fitted with a line of <j>(ui) = 
arctan(— 2a;6Co^ c ) m a good approximation. The fitting 
results of <p(uj) at low frequencies suggested that Co ~ 
12 fF, which was comparable to the above numerical es- 
timate. Such a small value of Co confirms that the used 
teflon sample can safely be regarded as the open stan- 
dard for our purpose, since the corresponding impedance 
of teflon at ~1 GHz is larger than two orders of magni- 
tude of Z c . 

In the previous work [14] , we used a teflon rod with 20 



mm long rather than the present teflon disk, to approx- 
imate an infinite thickness. However, we found that the 
measured data for the teflon disk was more reproducible 
than that for the long teflon rod in the low-temperature 
measurements. The systematic experiments using the 
teflon samples with various thickness suggested that the 
finite-thickness effect became prominent only for thick- 
ness less than 0.5 mm. Thus, we adopted the teflon disk 
with 1.5 mm thick as the open standard. 



B. Load standard 

As a load standard, we used a NiCr film with 4 mm 
square, which was fabricated on a quartz substrate by 
thermal evaporation of a NiCr wire. The same contact 
electrodes in the Corbino disk geometry as the sample un- 
der test was made to reduce the contact resistance. Since 
the resistivity of NiCr is almost independent of tempera- 
ture, the temperature-dependent change in the interven- 
ing coaxial cable can be more precisely calibrated by the 
NiCr load standard than other load standards made of 
pure metals [T3] . 

The thickness of the NiCr film was designed to be typ- 
ically between 30 nm and 120 nm, corresponding to the 
resistance between 4 Q and 12 Q in the Corbino geome- 
try. In general, it is expected that the resistance of the 
load standard is close to be Z c (that is, Sn = 0) in order 
to keep the large dynamic range of broadband measure- 
ments. However, we rather used the NiCr film with a 
lower resistance, which was comparable to the resistance 
of our thin film samples, since we cannot neglect the in- 
fluence of the dielectric substrate for a thinner NiCr film 
with the resistance close to 50 Q (less than 10 nm thick), 
as discussed in Appendix A. 

In our calibration, Z l £ ad of the load standard was re- 
garded as a purely real, by neglecting a small parasitic 
inductance of the load standard. This is allowed for our 
apparatus where the free-standing load standard can be 
directly connected with the microwave probe, showing a 
sharp contrast to the previous work by Stutzman et al, 
where a small amount of indium solder giving rise to a 
slight parasitic inductance is needed to obtain the me- 
chanical and electrical contacts [T3] . 



C. Short standard 

As a short standard, we used a gold (or silver) thin film 
with 150 nm ~ 350 nm thick, which was evaporated on 
a quartz substrate with 4 mm square, in contrast to the 
previous works using a piece of free-standing pure metal 
(for instance, aluminum or copper) [I3j[26]. This is based 
on our experimental result that the frequency depen- 
dence of Syf as (uj) for the aluminum plate with 0.2 mm 
thick was clearly stronger than that of 5'^ eas (a;) for the 
gold thin film, suggesting that the Al bulk sample could 
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not be regarded as an ideal short with infinite conductiv- 
ity (that is, Sn = — 1). 

If we use a bulk of pure metal with the finite conductiv- 
ity as the short standard, we must correct the influence 
of the frequency-dependent Z| hort (o;)(~ YZs(uo) oc yfuj, 
for t ^> 1/fc), as suggested by Eq. pi. On the other 
hand, Z^ ort (u) (^ 1/crt) for a thin film sample with the 
finite conductivity is expected to show no frequency de- 
pendence, since cr(ui) can be regarded as purely real and 
cj-independent in the measured microwave frequency re- 
gion, as expected for the Drude conductivity in the so- 
called "Hagen- Rubens" limit [31 . Thus, we conclude 
that the gold (or silver) thin film evaporated on substrate 
is more appropriate for the short standard than the free- 
standing Al (or Cu) sample, as far as the influence of the 
substrate is negligible. 

We also made the contact electrodes with the Corbino 
geometry on the short standard by using the technique 
performed for the thin film sample under test, in order 
to keep the same electrical environment as the sample or 
load standard. The residual resistance of the short stan- 
dard (less than 50 m^) was experimentally estimated by 
the two-terminal dc resistance of the superconducting 
film sample at the lowest temperature. 



FIG. 3: Typical results of the complex error coefficients, 
E D (v), Er(w), E s (v) at T=295 K (left panels) and 10 K 
(right panels). Solid and broken lines represent the real and 
imaginary part of them, respectively. 



D. Determination of error coefficients 

If the complex reflection coefficients of the above- 
mentioned three standards (referred by z=l, 2, 3) were 
measured at each temperature as a function of frequency, 
one can determine Ejj(uj), Er(lu), and Es(w), as follows; 



F M Mi(M 2 - M 3 )A 2 A 3 + M 2 (M 3 - M 1 )A 3 A 1 + M 3 (M 1 - M 2 )A 1 A 2 
D[UJ) ~ (Mi - M 2 )A 1 A 2 + (M 2 - M 3 )A 2 A 3 + (M 3 - M 1 )A 3 A 1 ' [ ^ 

M = (Mi - M 2 )(M 2 - M 3 )(M 3 - M 1 )(A 1 - A 2 )(A 2 - A 3 )(A 3 - A x ) 
R[UJ) [(Mi - M 2 )A X A 2 + (M 2 - M 3 )A 2 A 3 + (M 3 - Mi)A 3 Ai] 2 ' [ ) 

E M Mi(A 2 - A s ) + M 2 (A 3 - Ai) + M 3 (Ai - A 2 ) 

S[UJ> (Mi - M 2 )A X A 2 + (M 2 - M 3 )A 2 A 3 + (M 3 - M^A^ ' 1 Cj 



where M* and A* (i=l, 2, 3) are S?f as (a;) and Su(u) for 
the z-th standard, respectively. Note that the expressions 
of the error coefficients given here are the same as those 
derived by Scheffler and Dressel [26] . 

Figure [3] shows the typical results of the real and 
imaginary parts of Ed(oo), Er(u), and Es(oo) at both 
T=295 K and T=10 K. At room temperature (T=295 K), 
we confirmed that the frequency dependences of E]j(uS), 
Er(uS), and Es(oo) were very weak up to ~15 GHz, and 
that only the real part of Er(ou) was close to unity while 
other components of Ed{uj), Er(uj), and Es(oo) were al- 
most zero. Such results at room temperature clearly indi- 
cate that the difference between Si^ as (uu) and Sh(lu) de- 



scribed by Eq. ([5]) is negligibly small up to ~15 GHz. On 
the other hand, at a low temperature (T=10 K), both the 
real and imaginary parts of Er(uo) showed a strong fre- 
quency dependence, which was attributed to the changes 
of the attenuation and phase-shift in the coaxial ca- 
ble with decreasing temperature. The frequency depen- 
dences of Ed(<jo) and Es(oj) also became more prominent 
above ~15 GHz than those at room temperature. These 
results strongly suggest the importance of the full cali- 
bration using Ed (cj), Er(u), and E$(uj) for the precise 
measurement at low temperatures. 

By applying the three error coefficients determined by 
Eq. (|6| to Eq. we can obtain the actual data of Su(u) 
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FIG. 4: Magnitude (upper panel) and phase (lower panel) 
parts of 6*11(0;) for a La2-c C Ce cc Cu04 (x=0.105) thin film mea- 
sured at T=100 K. Solid thick lines are the raw data before 
the calibration and solid circles with thin line are the cor- 
rected data by the standard calibration method. 



for unknown samples. Figure [4] shows the typical re- 
sults at T=100 K of the magnitude (|Sn|) and the phase 
(Z5n) parts of Sh(uj) for a I^-^Ce^CuCU (LCCO) 
thin film with £=0.105 and £=90 nm, which was grown 
on LaSrA104 (001) substrate by molecular beam epitaxy 
(MBE) method [32]. Similar results for I^-^Sr^CuC^ 
(LSCO) thin films were already reported by the previ- 
ous work [14]. As clearly shown in Fig. [4j the ripple 
structure of the interference introduced by the coaxial 
line and the spurious frequency dependence of Sfi eas (uj) 
due to the decrease of attenuation and cable-length were 
almost completely removed from the raw data. The mea- 
surement errors of |Sii(a;)| and ZSn(u) in our measure- 
ment apparatus were estimated as 0.05 dB and 0.2° at 
1 GHz, respectively, from the size of the ripple structure 
remained after the calibration. 



E. Reproducibility 

As is well known, it is only systematic errors that we 
can correct in the calibration procedure. In order to re- 
duce other random errors, the high reproducibility be- 
tween four measurements including the three (i.e., open, 
load, and short) standard samples and an unknown sam- 
ple is crucially important. Thus, all the microwave coax- 
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FIG. 5: Frequency dependence of ZS¥i as (u) for a Au thin 
film at T=10 K. A time-dependent behavior was observed at 
higher frequencies than about 5 GHz. The inset is the time 
dependence of ZSf[ eas at 5 GHz. 



ial connectors should be carefully fastened by using a 
torque wrench. In addition, we found that the thermal 
contraction of the transmission line should be taken care 
to achieve the high reproducibility. 

In our measurement system, the long coaxial cable 
(~1.25 m) included in the low temperature apparatus 
is roughly expected to contract at a rate of 20 fim per 
1 K. This length corresponds to ~0.05 °/GHz in the slope 
of ZSfi as (u) at lower frequencies. Usually, the thermal 
contraction of the dielectric spacer in the coaxial cable 
is much slower than that of the metallic outer and cen- 
ter conductors in the coaxial cable, giving rise to the 
time-dependent relaxation effect. Indeed, we observed 
such a time-dependent behavior became prominent in 
ZSf[ eas (u) above 5 GHz, as shown in Fig.|5j The inset of 
Fig. [5] shows that it takes about 10 hours to achieve the 
equilibrium of thermal contraction in the coaxial cable. 

In practice, we found that the reproducibility of 
gmeas^ i n our measuremen t system was within the 
above-mentioned measurement errors of Si^ as (u). The 
limited reproducibility gives a maximum frequency where 
the complex conductivity cf{uo) of unknown samples can 
be successfully obtained by the standard calibration 
method. In our measurement system, the maximum fre- 
quency was typically 12 GHz (in some cases, 40 GHz), as 
described in the next subsection. On the other hand, we 
found that a minimum frequency where <j(cu,T) could be 
obtained (typically, ~0.1 GHz), was determined by the 
residual contact resistance, as will be discussed in Ap- 
pendix B. 



F. Performance of the standard calibration method 

Figures [6ja) and [6^b) show the typical results of the 
frequency dependence of both real and imaginary parts 
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FIG. 6: (a) Typical results of ai(u, T) for a LSCO (x=0.16, 
£=140 nm) thin film at several temperatures far above T c , 
which were obtained by the standard calibration method. The 
inset is the temperature dependence of &i(T) at several fre- 
quencies together with the dc conductivity (solid line), (b) 
Frequency dependence of 02(0;, T) for the LSCO (x=0.16, 
£=140 nm) at the same temperatures as those used in (a), (c) 
Similar plots of a±(uj) for another LSCO (x=0.06, £=470 nm) 
film at T=25 K and 100 K. The inset is the temperature de- 
pendence of the dc resistance. Two open circles represent 
the values at the temperatures depicted in the main panel, 
(d) Frequency dependence of |Sii(a;)| for the LSCO (x=0.06, 
£=470 nm) thin film at T=25 K and 100 K. 



of a(u,T) for a LSCO 0=0.16, £=140 nm) thin film at 
several temperatures far above T c , which were obtained 
by the standard calibration method described in this sec- 
tion. These results clearly suggest that we could obtain 
the normal-state complex conductivity for the LSCO thin 
film at least up to 12 GHz in our measurement system, 
since both T) and (i2(u,T) for the LSCO thin film 
in the normal state successfully agreed with the behav- 
iors expected in the Hagen-Rubens limit of the Drude 
conductivity. 

In some cases where the four broadband measurements 
for the open, short, load, and the LSCO samples were re- 
producible [33], we could obtain ai(u,T) for the LSCO 
0=0.06, £=470 nm) sample even up to ~40 GHz, except 
for a few resonant peaks attributed to the cavity reso- 
nance in the dielectric substrate (Details of such peaks 
will be discussed in Appendix A), as shown in Figs.[6jc) 
and |6jd) . Interestingly, we observed the slight positive 
slope in the frequency dependences of both |Sii(a;)| and 
at T=25 K, where (Jdc(T) for the same LSCO sam- 
ple showed the insulating behavior, as shown in the in- 
set of Fig. |6jc). This positive slope in <j\(uj) was never 
observed at 100 K, where the magnitude of <Jd c (^) was 
almost the same as a^c a t T=25 K, while the tempera- 
ture dependence of cr^T) was metallic. A recent optical 
study of the lightly hole-doped LSCO 0=0.03 and 0.04) 
single crystals reported that the Drude-like behavior in 
the optical conductivity above 80 K where (Jdc(T) was 
metallic evolved into a peak at finite frequency around 
100 cm -1 at lower temperatures, where <Jdc(T) was in- 
sulating [34]. Since the peak of <j\(uj) evolving in the far 
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FIG. 7: Frequency dependence of the real (a) and imagi- 
nary (b) parts of a(uj,T) for the LSCO 0=0.16, £=140 nm) 
film near T c , which were obtained by the standard calibration 
method. The inset is the temperature dependence of the dc 
resistance for the same film. Open circles are the dc resistance 
at the temperatures depicted in the main panel. 



infrared region provides a finite positive slope of <J\(uj) in 
the microwave region, we concluded that the finite pos- 
itive slope of <J\{uS) observed at T=25 K suggested the 
intrinsic property to the lightly doped LSCO thin film. 

These results confirm that we can obtain cj(uj,T) for 
the metallic thin film samples up to 12 GHz (in some 
case, up to 40 GHz) in our measurement system by us- 
ing the standard calibration method. However, near the 
superconducting transition temperature, we found that 
the standard calibration method was no longer useful, as 
will be described in the next section. 



V. NEW CALIBRATION METHOD FOR 
SUPERCONDUCTING FILMS NEAR THE 
CRITICAL TEMPERATURE 

A. Failure of the standard calibration method near 

T c 

In our measurement system, both the real and imag- 
inary parts of a(uj,T) could be successfully obtained 
down to 10 K in the frequency range between 0.1 GHz 
and 12 GHz, by using the standard calibration method. 
However, we found that such a calibration method was 
insufficient to obtain a(u,T) near the superconducting 
transition temperature, where the strongly frequency- 
dependent <j(oj) was induced by the superconducting fluc- 
tuations. Figure [7] shows the frequency dependence of 
a(u,T) for the LSCO (#=0.16) thin film at several tem- 
peratures just above T c , which was obtained by the cal- 
ibration method described in the previous section. It 
is clear that <j\{uj,T) shows some diverging behavior in 
the low frequency limit as the temperature approaches 
toward T c from above, although (72(00 , T) shows no di- 
verging feature even in the vicinity of T c . This is quite 
unusual, since the effects of the superconducting fluctu- 
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FIG. 8: Temperature dependence of the magnitude (left pan- 
els) and the phase (right panels) of Sii(u, T) meas at 1 GHz 
(upper panels), 3 GHz (middle panels), and 7 GHz (bottom 
panels) for the LSCO (x=0.16, £=140 nm) (solid diamond), 
a short standard (open square), and a load standard (open 
circle). 



ation should affect both of oi(u;,T) and ct2(cj,T) near 
T c , according to the conventional theory of the supercon- 
ducting fluctuations [35] . 

As shown in Fig. [sj the plots of |5™ eas (T)| and 
Z5j^ eas (r) at the fixed frequency suggested the charac- 
teristic change due to the superconducting transition was 
properly measured. We confirmed that such a behavior 
was observed up to 10 GHz, suggesting that the con- 
tribution of the superconducting fluctuations to <j{uj,T) 
in the vicinity of T c could be measured by the present 
apparatus at least up to 10 GHz. We found that the 
failure was rather attributed to a small difference be- 
tween ZSl\ ort (u;) and ZS\f d (uj) (typically 0.2 ° - 0.3 ° 
at 1 GHz). Note that there is no difference between 
ZSl\ OTt (u) and ZS\f d (u) if the broadband measure- 
ments are completely reproducible. Indeed, the observed 
difference between ZSf \ OTt (a;) and ZSi° ad (o;) was com- 
parable to the measurement errors of ZSf[ eas (uj) at the 
same frequency, suggesting that it was not a serious prob- 
lem except for the temperature region near T c . However, 
Eq. Q suggests that a small error in Sn(u) gives rise 
to a large error in a(uo) as Sn becomes close to -1 in the 
vicinity of T c . Thus, the standard calibration method 
is no longer useful to measure <j{uj,T) for the supercon- 
ducting film near T c . 




40 

Temperature (K) 

FIG. 9: Temperature dependence of ZSfi as (uj,T) at 1 GHz 
and the dc resistance for the LSCO (x=0.16, £=140 nm) thin 
film. To, which is far above T c , is a temperature where the 
data of <S'n eas (^) for the sample is regarded as a load stan- 
dard. Broken straight line represents Z5'n eas (T) at 1 GHz for 
both the load and short standards used in the new calibration 
method. 



New calibration method for a superconducting 
film 



In order to overcome this difficulty, we modified the 
calibration method as follows. First of all, we make sure 
that a(u, T) of the superconducting film measured at a 
temperature (T = To) far above T c , which is obtained 
through the standard calibration, can be regarded as the 
Drude conductivity in the Hagen-Rubens limit, as shown 
in Figs. |6|a) and |6jb). Next, based on this confirma- 
tion, we regard both |Sff as (a;,To)| and ZSR eas (u, T ) 
for the superconducting thin film sample as those for the 
load standard. Furthermore, we equate ZSl\ ort (u, T ) to 
ZSi° ad (cc;, To), based on the assumption that the observed 
difference between them is purely due to the limited re- 
producibility. 

Finally, we assume that both ZSfi° rt (o;, T) and 
ZS l ii d (uo,T) were independent of temperature in a rel- 
atively narrow range between T c and To, as shown in 
Fig. [9j Note that this new calibration procedure is valid 
only for the narrow temperature region near T c , since 
we neglect the temperature dependence of ZSl\ ort and 
Z5}° ad . In addition, this calibration procedure cannot 
be applied to a case that the normal-state conductivity 
of a superconducting sample in the measured frequency 
region cannot be regarded as the Drude conductivity in 
the Hagen-Rubens limit, as was suggested for some heavy 
fermion compounds [26] . 

In this new calibration procedure, we can reduce the 
measurements necessary for the full calibration. For ex- 
ample, the measurement for the load standard can be re- 
placed by that for the superconducting sample far above 
T c , if the normal-state conductivity of the sample can be 
regarded as the Drude conductivity in the Hagen-Rubens 
limit. Thus, the measurements necessary for the calibra- 
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FIG. 10: Frequency dependence of ai(cu,T) (upper panels) 
and (72(0;, T) (lower panels), which was obtained by the new 
calibration method, for LSCO (x=0.16, t=140 nm), LCCO 
(x=0.075, t=90 nm) and NbN (t=50 nm) thin films at sev- 
eral temperatures in the vicinity of T c . Strongly frequency- 
dependent behavior due to the superconducting fluctuation 
effect was clearly observed in both ai(u,T) and <72(c^,T) for 
all thin films, showing a sharp contrast to the plots shown in 
Fig.0 



tion can be reduced from four to three (sample, short 
and open). The use of the data sets in the same run 
also enhances the quality of the calibration. However, 
a careful consideration is needed to replace the measure- 
ment of |*5fi° rt (a;)| by the measurement for the supercon- 
ducting sample far below T c , since the dissipation of the 
superconducting sample at a finite frequency is in prin- 
ciple finite at finite temperatures. This issue is similar 
to the estimates of Co in the open standard for dielec- 
tric materials, as was discussed in Sec. IV. A. In practice, 
only in the measurements of conventional superconduc- 
tors, we replaced the measurement of |5fi° rt (^)| by that 
for the superconducting sample below T c [16]. For high- 
T c cuprate superconductors, we adopted the measure- 
ments for the Au film as that for the short standard [15] , 
since the origin of the dissipative conductivity in the su- 
perconducting state of these materials was still debated 

Although Booth et al. proposed a different calibra- 
tion procedure for the superconducting sample, which 
was referred as the "short only" calibration [TTJ [12] , we 
emphasize that the new calibration procedure proposed 
in this work is much better than the "short only" cali- 
bration, for the following two reasons: First, the "short 
only" calibration was based on the assumption that the 
change of Ejj and Es due to the cooled transmission line 
is negligible, compared with a large change of Er [TT] . 
However, our results strongly suggested that this assump- 
tion was not always satisfied quantitatively, as shown in 
Fig. [3} Second, as was described above, the failure of the 
standard calibration using three standards for the super- 
conducting sample is never resolved by the "short only" 
calibration using the room-temperature data of Ejj and 
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FIG. 11: (a) Numerical simulations of |Sii(a;)| for the same 
boundary condition as for the actual coaxial probe, when the 
relative permittivity of the substrate is changed, (b) Simi- 
lar numerical results of |Sii(cj)|, when the resistivity of the 
sample film is changed. 



Es, because the consideration on ZSu for the load and 
short standards is essentially important to resolve this 
difficulty. 

Schemer and Dressel also discussed the validity of the 
"short only" calibration for a wide range of possible sam- 
ple impedance and argued that the "short only" calibra- 
tion was only valid to measure highly conductive sam- 
ples with S11 close to -1 [26 . We agree that the "short 
only" calibration cannot be used for a sample with large 
impedance. However, our results clearly suggested that 
it should not be used even for a superconducting sample 
with Su very close to -1. Although Schemer and Dres- 
sel presented the experimental data to compare between 
the "short only" calibration and the standard calibra- 
tion [26] , the reported data do not seem to be attributed 
to the difference between the two calibration methods. 
Rather, it is suggested that they were related to the dif- 
ference between a bulk short sample and a thin film short 
sample, since they did not correct the frequency depen- 
dence of Z| hort (o;) for the bulk short sample, which was 
already discussed in Sec. IV. C. 



C. Performance of the new calibration method 

We present that the new calibration method described 
here plays a crucial role of obtaining the reliable data 
sets of ct(uj, T) for various superconducting thin films in 
the vicinity of T c . Figure [To] shows the frequency depen- 
dence of a(u,T) of LSCO (£=0.16, t=140 nm), LCCO 
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0=0.075, £=90 nm) and NbN (£=50 nm) thin films at 
several temperatures near T c . It is clear that both of 
<J\{uj) and cf2(oo) show a beautiful diverging feature in 
the low frequency limit as the temperature approaches 
T c from above, showing a sharp contrast to the behav- 
iors appearing in Fig. (7) We also found that this new 
calibration method was useful for the broadband mea- 
surement under an external magnetic field (at least, up 
to B=l T), if the assumptions described in the previous 
subsection were hold [37] . 

Details of the dynamic scaling analysis of <j{oj, T) ob- 
tained in the vicinity of T c strongly suggested that the 
new calibration method was enough reliable to determine 
the universality class and the dimensionality of the super- 
conducting transition [I5j [16] . By applying this method 
to the superconducting LSCO thin films with a wide 
range of the Sr concentration, we succeeded in observ- 
ing the anomalous change of the universality class with 
hole doping [38] . 

Finally, the apparatus and calibration method de- 
scribed here have great potential to enable the explo- 
ration of the critical dynamics and the vortex dynam- 
ics for various exotic superconductors in the thin film 
form. In particular, the dynamic scaling analysis of the 
frequency-dependent fluctuation conductivity is rather 
unique, since no assumption about dimensionality and 
critical exponents needs to be made. Thus, the appara- 
tus and calibration method presented by this work play 
a crucial role of the understanding of the critical charge 
dynamics in the superconducting transition. Of course, 
the frequency region and sensitivity realized by this work 
seem to be still limited for the investigation in the su- 
perconducting state far below T c . In order to expand 
the measured frequency range to higher frequencies, the 
down-sizing of the coaxial probe and the corbino disk 
geometry should proceed, since it pushes the cavity res- 
onance in the dielectric substrate to a higher frequency 
side. On the other hand, to enhance the sensitivity, the 
use of a shorter coaxial line or an air-line is favorable, 
since the background change of ZSn(co) in the whole 
transmission line should be decreased to detect the slight 
change of 02 (a;, T) in the superconducting state. The 
shortened coaxial cable also seems to be useful for the im- 
provement of the reproducibility in the broadband mea- 
surements. 

In conclusion, we developed the microwave spectrom- 
eter to measure the complex conductivity of a supercon- 
ducting thin film as a function of frequency in the tem- 
perature region from T c to room temperature. This spec- 
trometer covers the frequency range between 0.1 GHz and 
10 GHz even if the temperature approaches to T c from 
above, where Su is close to -1. By using this spectrom- 
eter, we demonstrated that cr{uj,T) for several thin films 
of both conventional and high temperature superconduc- 
tors was successfully obtained even in the vicinity of T c . 
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APPENDIX A: INFLUENCE OF A DIELECTRIC 
SUBSTRATE 

The effect of a dielectric substrate is an important is- 
sue to be resolved, when we measure the complex con- 
ductivity of a thin film with less conductivity and thinner 
thickness, since the electromagnetic field is transmitted 
into the dielectric substrate beneath the thin film. How- 
ever, in practice, it is very difficult to correct such effects 
in a quantitatively satisfactory manner. The main diffi- 
culty is that the assumption of TEM-propagation, on the 
basis of which Eqs. ([2|~(|4| are derived, is no longer valid 
in the dielectric substrate, and the contribution of TM 




FIG. 12: (a) Spatial distribution of the electromagnetic field 
inside the region including a coaxial probe and a thin film 
sample at 8.8 GHz, corresponding to the first resonance peak 
when the relative permittivity of the substrate is 16 and the 
resistivity of the film is 200 /iQcm. (b) Spatial distribution of 
the electromagnetic field at 22.5 GHz, corresponding to the 
second resonance peak under the same condition as (a). Left 
viewgraphs are the plots of the microwave electric fields, E u , 
in a cross-sectional plane including a center axis of the coaxial 
probe, while right viewgraphs are the plots of the microwave 
magnetic fields, H^, in a plane perpendicular to the center 
axis, which is inside a cylindrical space (diameter is 7mm, 
height is 0.5 mm) including the substrate (4x4x0.5 mm 3 ) 
beneath the thin film. The direction and size of each cone 
represent the direction and magnitude of electromagnetic field 
at each position. 
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FIG. 13: Frequency dependence of |SE eas (a;)l at T=100 K 
for a LSCO (x=0.05, t=616 nm) film with a large contact 
resistance (open circles) and those for a Ag short film with a 
negligible contact resistance (solid circles). The inset shows 
the fitting of Sff**{u) for the LSCO (x=0.05) sample to an 
equivalent circuit model drawn in Fig.[l4]by using i? c =5.6 Q 
and C c =0.8 nF. 



modes should be involved appropriately, and one needs to 
solve the Maxwell equation on the same boundary condi- 
tion as an actual experimental setup. Thus, the previous 
analyses on this issue, which assumed only the TEM- 
propagation [11] and used an effective impedance under 
the boundary condition different from the actual setup 
[39] . are too simple to resolve this problem. 

In this work, we adopted both experimental and nu- 
merical simulation approaches. Experimental results sug- 
gested that the most serious influence was an appearance 
of some resonance peaks, which were attributed to the 
fact that a substrate was sustained by a metallic pedestal 
in the back, as long as we used the substrate with low 
dielectric loss. As shown in Figs. j6^c) and 6jd), we ob- 
served two resonant peaks near 8 GHz and 23 GHz for 
the LSCO (:r=0.06) film. In the previous study [14], we 
confirmed that these peaks were attributed to the use of 
LaSrA104 (LSAO) substrate, since the similar peaks at 
the same frequencies were observed in a NiCr film on the 
LSAO substrate, while no peak was observed in another 
NiCr film on a quartz substrate. 

The 3D electromagnetic numerical simulations were 
performed under the same boundary condition as for our 
coaxial probe [40] . The similar resonance peaks were ob- 
served in |5n(o;)|, when the relative permittivity of the 
substrate, e, was assumed to be ~16, as shown in Fig. [II 
Although the simulation results could not reproduce the 
same absolute value of |5ii(o;)| as our experimental re- 
sults, we captured the following two features showing a 
good agreement with the experimental results; (i) the 
resonance peaks appearing in |Sii(cj)| are strongly de- 
pendent on the value of e, (ii) they become less promi- 
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FIG. 14: Calculation of |Sii(a;)| for an equivalent circuit 
model (drawn in the figure) to consider the influence of the 
contact electrode, by changing the values of (a) C c and (b) 
R c , respectively. 



nent by increasing the conductivity of a metallic film. In 
addition, as shown in Fig.[l2j the plots of the electromag- 
netic fields at two resonance frequencies clearly suggested 
that the distribution of the electromagnetic field at ~ 
8 GHz (or - 23 GHz) agreed with that for the TM io 
(or TM 2o) mode excited in a cylindrical space (diam- 
eter is 7mm, height is 0.5 mm) including the dielectric 
substrate (4x4x0.5 mm 3 ) beneath the metallic film. 

Although the 3D electromagnetic simulation was found 
to be very powerful for this issue, the numerical results 
presented here are still preliminary, since the dimension 
of meshes (typically, ~ 10 /urn) is much larger than the 
film thickness (typically, ~ 0.1 jam). The main difficulty 
is that the film thickness is much smaller than the dimen- 
sion of other components in our coaxial probe. More care- 
ful simulations optimizing the mesh division are needed 
to obtain more quantitatively reliable results. 

Based on these results, the influence of the dielectric 
substrate to the application of Eq.Q can be roughly 
checked by the appearance of this resonance peak. As 
shown in Fig. [lOj we found that no resonant peak ap- 
peared over the frequency range from 0.1 GHz to 12 GHz 
in the temperature region close to T c , which was consis- 
tent with the above-mentioned features. We also con- 
firmed that there was no signature of the resonance peak 
in the raw data of Sn(co) of the sample at T = To, where 
the load standard was adopted in the new calibration 
method. 



APPENDIX B: 



INFLUENCE OF THE CONTACT 
ELECTRODE 



The microwave broadband measurement described 
here is one of the two-probed measurement methods, 
where the contribution of the contact resistance is gen- 
erally included in the measured data. We found that a 
non-negligible contact resistance gives a sharp dip to the 
lower frequency part of |Sii eas (a;)| for a highly conductive 
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thin film sample, as shown in Fig. [13] A similar feature 
was also seen in Fig. 10 of the paper by Schemer and 
Dressel [26]. This unusual behavior is understood by a 
simple equivalent circuit model, where a load impedance 
(Zl) of the sample is serially connected by a parallel 
circuit with the contact resistance (R c ) and the contact 
capacitance (C c ). Thus, Sh(lj) is given by 



where Z' L is given by 

Z' L = Z L 



Z' L (w) 



Z' l (lu) + Z c ' 



1 

1/R C + iuiCc ' 



(Bl) 



(B2) 



Figure 14 shows the calculated results of Sn(u) for 



several values of R c and C c , suggesting that the contact 
resistance larger than 1 fl and the contact capacitance 
less than 2 nF give a serious influence to in the 

frequency region from 10 MHz to 1 GHz. The inset of 
Fig. 13 shows the fitting result of the measured 5 , ^ eas (cc;) 
for a LSCO 0=0.05) thin film at T=100 K, by using 
R c =5.6 Q and C c =0.8 nF. The estimated value of R c 
was consistent with the result of dc resistance measure- 
ment for the same LSCO film. In addition, we found 
that the estimated value of C c was comparable to the 
value for a parallel-plate condenser with the same area 
as the used corbino electrode, a distance of ~100 nm, 
and a permittivity of vacuum space, suggesting that the 
contact capacitance was probably attributed to imperfect 
adhesion of the corbino electrode. 



The results shown in Fig. [14] also suggest that the de- 
crease of R c and the increase of C c are very effective to 
suppress the influence of the contact electrode. In the 
case of the LSCO thin films, they have been made by 
annealing the samples at 830 °C for a few minutes, giv- 
ing rise to R c ~ 10 mfl. In order to avoid oxygen defi- 
ciency, which may change the superconducting property, 
the LSCO samples were annealed in O2 atmosphere and 
were quenched to low temperatures using liquid nitro- 
gen [38]. On the other hand, any heat treatment cannot 
be used for the electron-doped LCCO superconductors. 
This is because the T' structure without any apical oxy- 
gen, which is crucially important to obtain the super- 
conducting phase in the electron-doped cuprate, is easily 
damaged by a heat treatment after the crystal growth 
[32] . Thus, we adopted another method to reduce the 
contact resistance. First, a gold evaporation at room 
temperature was made in the vacuum chamber used for a 
film growth, before exposing the film to atmosphere. Sec- 
ond, a corbino electrode was fabricated by using the ion- 
milling technique. We confirmed that R c for LCCO thin 
films was reduced down to 50 mQ by using this method. 

As pointed out in Sec. IV, the influence of the con- 
tact electrode determines the minimum frequency to be 
measured by the broadband technique. Note that the dif- 
ference of the contact resistance between a sample and 
a load standard also degrades the lower frequency part 
of the corrected data. It is clear that our calibration 
method using the normal-state conductivity of the sam- 
ple as a load standard is free from this problem. 



[1] O. Klein, S. Donovan, M. Dressel, and G. Griiner, Int. J. 

Infrared Millim. Waves 14, 2423 (1993). 
[2] S. Donovan, O. Klein, M. Dressel, K. Holczer, and G. 

Griiner, Int. J. Infrared Millim. Waves 14, 2459 (1993). 
[3] M. Dressel, O. Klein, S. Donovan, and G. Griiner, Int. J. 

Infrared Millim. Waves 14, 2489 (1993). 
[4] S. Sridhar and W. L. Kennedy, Rev. Sci. Instrum. 59, 

531 (1988). 

[5] D. A. Bonn, D. C. Morgan, and W. N. Hardy, Rev. Sci. 

Instrum. 62, 1819 (1991). 
[6] W. A. Huttema, B. Morgan, P. J. Turner, W. N. Hardy, 

X. Zhou, D. A. Bonn, R. Liang, and D. M. Broun, Rev. 

Sci. Instrum. 77, 023901 (2006). 
[7] H. Kitano, R. Matsuo, K. Miwa, A. Maeda, T. Takenobu, 

Y. Iwasa, and T. Mitani, Phys. Rev. Lett. 88, 096401 

(2002). 

[8] H. Kitano, K. Ota, and A. Maeda, J. Phys. Soc. Jpn. 75, 
094704 (2006). 

[9] A. Hosseini, R. Harris, S. Kamal, P. Dosanjh, J. Preston, 

R. Liang, W. N. Hardy, and D. A. Bonn, Phys. Rev. B 

60, 1349 (1999). 
[10] H. Kitano, R. Inoue, T. Hanaguri, A. Maeda, N. Mo- 

toyama, M. Takaba, H. Eisaki, and S. Uchida, Europhys. 

Lett. 56, 434 (2001). 
[11] J. C. Booth, D. H. Wu, and S. M. Anlage, Rev. Sci. 



Instrum. 65, 2082 (1994). 
[12] J. C. Booth, D. H. Wu, S. B. Qadri, E. F. Skelton, M. S. 

Osofsky, A. Pique, and S. M. Anlage, Phys. Rev. Lett. 

77, 4438 (1996). 
[13] M. L. Stutzman, M. Lee, and R. F. Bradley, Rev. Sci. 

Instrum. 71, 4596 (2000). 
[14] The preliminary work using this microwave spectrometer 

was already reported. H. Kitano, T, Ohashi, H. Ryuzaki, 

A. Maeda, and I. Tsukada, Physica C 412-414, 130 

(2004). 

[15] H. Kitano, T. Ohashi, A. Maeda, and I. Tsukada, Phys. 

Rev. B 73, 092504 (2006). 
[16] T. Ohashi, H. Kitano, A. Maeda, H. Akaike, and A. Fu- 

jimaki, Phys. Rev. B 73, 174522 (2006). 
[17] For example, D. M. Pozar, Microwave Engineering (John 

Wiley & Sons, Inc. 1998). 
[18] OS-2.4 coaxial adapter 8580-0000-02, M/A-COM. 
[19] G. Q. Jiang, W. H. Wong, E. Y. Raskovich, W. G. Clark, 

W. A. Hines, and J. Sanny, Rev. Sci. Instrum. 64, 1614 

(1993). 

[20] H. C. Martens, J. A. Reedijk, and H. B. Brom, Rev. Sci. 

Instrum. 71, 473 (2000). 
[21] The copper and stain-less steel coaxial cables used are 

manifactured by KEYCOM Corp., parts number are 

085E and ULT01, respectively. 



13 



[22] We used a tiny spring prepared for a contact probe, man- 
ufactured by KITA Manufacturing. Corp., parts number 
U057-516. 

[23] Au Nano-metal ink, ULVAC Materials Inc., Chiba, 
Japan. 

[24] J. C. Booth, Ph. D. thesis, University of Maryland, 
(1996). 

[25] M. Lee and M. L. Stutzman, Phys. Rev. Lett. 87, 056402 
(2001). 

[26] M. Schemer and M. Dressel, Rev. Sci. Instrum. 76, 
074702 (2005). 

[27] For instance, 85056 A 2.4 mm calibration kit, Agilent 
Technology. 

[28] Here, we neglected the contribution of the fringe field 
excited by the TEM mode inside the coaxial probe and 
by the TM modes outside the coaxial probe. 

[29] The numerical estimate of Co is based on the following 
work. S. Fan, K. Staebell, and D. Misra, IEEE Trans. 
Instrum. Meas. IM-39, 435 (1990). 

[30] For instance, e ~2 for teflon, e ~4 for quartz, and e ~10 
for MgO, respectively. 

[31] Drude conductivity is expressed by <7Drude(^) = <Jo/[l + 
iour], where ao and r are the dc conductivity and the 
scattering time, respectively. In the Hagen-Rubens limit 
(cjt ^> 1), the real part of (t(uS) is independent of u> and 
equal to ao, while the imaginary part of a(oo) is negligibly 
small. 

[32] M. Naito and M. Hepp, Jpn. J. Appl. Phys. 39 L485 
(2000). 

[33] We note that there was no resonance peak in S™ eas (v) 
for the short and load standards in this case, in contrast 
to other typical cases. This implies a possibility that the 
reproducibility including the occurrence of the resonance 
peak governs the maximum frequency where (t(uj) can be 
successfully obtained. As will be discussed in Appendix 
A, the 3D electromagnetic numerical simulations are con- 
sidered to be very useful for resolving this issue. 

[34] M. Dumm, S. Komiya, Y. Ando, and D. N. Basov, Phys. 
Rev. Lett. 91, 077004 (2003). 

[35] H. Schmidt, Z. Phys. 216, 336 (1968); W. J. Skocpol and 
M. Tinkham, Rep. Prog. Phys. 38, 1049 (1975). 

[36] J. Corson, J. Orestein, S. Oh, J. O'Donnel, and J. N. 
Eckstein, Phys. Rev. Lett. 85, 2569 (2000). 

[37] Indeed, the highest magnetic field in this work was lim- 
ited by the applicability of our calibration scheme, which 
was found to be dependent on materials investigated. In 
the case of LSCO, we confirmed that our scheme was 
useful up to B=l T. 

[38] T. Ohashi, H. Kitano, I. Tsukada, and A. Maeda, 
preprint (cond-mat.supr-con/0710.4184) . 

[39] E. Silva, M. Lanucara and R. Marcon, Supercond. Sci. 
Technol. 9, 934 (1996). 

[40] CST, MICROWAVE STUDIO, ver.5. The numerical sim- 
ulation was performed in the transient solver mode. We 
calculated Sn(oo) under the same boundary condition as 
for our coaxial probe. The typical mesh size was 1.5 x 10 5 . 



